
User Guide 

Decco C1 

Single use electronic temperature data logger 

 

Support info, 

Tel, 34 961 344 011  

Web, www.deccoiberica.es  

IMPORTANT NOTES 

1, Stop using the logger if the LED doesn’t light up 

when start. 

2, Stop using the logger if the PE bag has been taken 

off. 

3, The temperature data report kept in C1 is perma-

nent, read or download the report via USB port can 

be done when battery is flat; 

4, Do not put close to fire source, battery inside 

might cause danger . 

The recording will actually start only after this set 

period after start of the logger. 

3, Start delay 

QUICK DEFINATIONS 

The range that the customer’s consignment 

should be kept in. Alarm will be activated if the 

temperature runs out of this range. 

2, Alarm limits 

The total working (recording) period that the log-

ger is going to work, unless manually stopped. 

1, Log Cycle 

DO NOT tear off the PE bag be-

fore or in the recording period. 

Only take it off when plug into 

computer for report. 

MARKs can be made with C1, this is a function to 

create a mark in the final generated report.  

4, MARK event 

http://www.deccoiberica.es/
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OPERATION INSTRUCTION PLACEMENT INSTRUCTIONS 

C1 can be easily attached to external package 

with the pouch bag. 

C1 can be placed directly with the customer’s 

products, without concerning of waterproof or 

food safety. 

Externally 

Internally 

Press the button for 5 seconds till both LED light 

up, the LED will then flash every 3 seconds indi-

cating the logger is working. 

Press the button once, the RUN LED will light up 

for 1 second, indicating a MARK has been made 

successfully. Total 8 MARKs can be made. 

2, Make a MARK 

Press the button for 5 seconds till both LED light 

up, the RUN LED will then light up all time indi-

cating the logger is stopped and has been used. 

Directly plug the USB into computer will stop the 

logger automatically too. 

3, Stop the logger 

Plug USB into computer.  

A, if the device has been stopped manually, a 

flash disk will pop up immediately with an en-

crypted PDF report; 

B, if the device is stopped by USB, you might 

have to wait a while till the RUN LED become 

solid, and then a flash disk will pop up with an 

encrypted PDF report; 

4, Get the report 

Note,  

the RUN LED will flash every second after stopped, 

to indicate report is in generating, no file can be 

seen during this period. 


